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L1, L2, L3 - Low voltage halogen 12V/35W, CABINET 
type: 46865 VWFL, prod. OSRAM Ltd. 


LPEN 
Power distribution 


J1 - screw connectors 


330nF/275V MKT 


(Negative Temperatüre Coefficient) TST150/001 


Unom=12V AC 
Imax=12,5A 


J2, J3, J4 - Power Outlet Sockets 
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